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Abstract
Accurate estimation of the neural activity underlying magnetoencephalography (MEG) sig-
nals requires co-registration i.e., determination of the position and orientation of the sensors
with respect to the head. In modern MEG systems, an array of hundreds of low-Tc SQUID
sensors is used to localize a set of small, magnetic dipole-like (head-position indicator, HPI)
coils that are attached to the subject’s head. With accurate prior knowledge of the positions
and orientations of the sensors with respect to one another, the HPI coils can be localized
with high precision, and thereby the positions of the sensors in relation to the head. With
advances in magnetic field sensing technologies, e.g., high-Tc SQUIDs and optically
pumped magnetometers (OPM), that require less extreme operating temperatures than
low-Tc SQUID sensors, on-scalp MEG is on the horizon. To utilize the full potential of on-
scalp MEG, flexible sensor arrays are preferable. Conventional co-registration is impractical
for such systems as the relative positions and orientations of the sensors to each other are
subject-specific and hence not known a priori. Herein, we present a method for co-registra-
tion of on-scalp MEG sensors. We propose to invert the conventional co-registration
approach and localize the sensors relative to an array of HPI coils on the subject’s head. We
show that given accurate prior knowledge of the positions of the HPI coils with respect to
one another, the sensors can be localized with high precision. We simulated our method
with realistic parameters and layouts for sensor and coil arrays. Results indicate co-registra-
tion is possible with sub-millimeter accuracy, but the performance strongly depends upon a
number of factors. Accurate calibration of the coils and precise determination of the posi-
tions and orientations of the coils with respect to one another are crucial. Finally, we propose
methods to tackle practical challenges to further improve the method.
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Introduction
Magnetoencephalography (MEG), which measures magnetic fields generated by neural cur-
rents, is a tool for non-invasive studies of human brain function. Via sampling of the magnetic
fields around the head surface, one can determine neural activity in the brain with high tempo-
ral and spatial accuracy. Detection of these weak fields (on the order of 10−14 to 10−15 T)
requires very sensitive magnetometers. State-of-the-art MEG systems employ hundreds of low
critical temperature (low-Tc) superconducting quantum interference devices (SQUIDs). [1, 2]
Conventional low-Tc SQUIDs have to be cooled with liquid helium (4.2 K), which necessi-
tates a well-insulated dewar. This results in a distance between sensor (cryogenic temperature)
and head (room temperature) that is on the order of ca. 2–3 centimeters. As magnetic fields
decay rapidly with distance, significant gains in signal-to-noise ratio (SNR) would be achieved
if the distances between the sensors and the head were reduced.
Fixed-helmet sensor arrays, like the ones used in conventional state-of-the-art MEG sys-
tems, allow a high sensor density but are restricted to a single, fixed sensor arrangement. The
helmet design and sensor arrangement are chosen to fit the majority of head sizes of a target
population, in most cases adults. This excludes some subjects, e.g., with large heads. On the
other hand, for subjects with heads significantly smaller than the helmet, a large fraction of the
sensors is far away from the head. This is especially problematic for research on young chil-
dren–a subject group of high interest in neuroscience (e.g. in studies of brain development).
New technologies, such as optically pumped magnetometers (OPMs) and high-Tc SQUIDs,
allow us to get much closer (within a few millimeters) to the head; we refer to these techniques
jointly as “on-scalp MEG”. Reducing the distance between sensor and source results in stron-
ger signals and improved spatial resolution, allowing for an improved view on brain activity.
Despite their typically higher sensor noise levels, several groups have shown such MEG sys-
tems can outperform state-of-the-art systems in terms of extracted information and localiza-
tion accuracy [3–5] and several measurements have demonstrated their potential [6–11].
On-scalp MEG allows the construction of flexible arrays where the magnetic field sensors
are positioned individually or in small modules on the head of the subject. This allows the
head size variability in the population to be dealt with by adjusting the sensor array to the indi-
vidual head–ensuring high SNR independent of head size.
While offering good coverage and improved sensor-to-head distance, adjustable sensor
arrays have a practical issue that does not apply to fixed-helmet sensor arrays: how to deter-
mine the positions and orientations of all individual magnetometers with respect to the sub-
ject’s head. Accurate reconstruction of neural activity from a set of magnetic field
measurements from outside the head requires a precise assessment of the location and orienta-
tion at which the field is sampled. This is especially important when recording closer to the
head [4].
In a flexible system the location and orientation of each individual sensor has to be deter-
mined—in contrast to current systems, where the sensor array is fixed and only the whole
array needs to be localized relative to the head. We propose to do this using localization coils
similar to the ones used in commercial state-of-the-art MEG systems. In commercial systems,
three to five localization coils are attached to the head of the subject. These are driven with
well-defined, periodic currents at unique frequencies, generating a magnetic dipole field distri-
bution at these frequencies for the different coils. The field strength of each coil detected at
each sensor location is extracted from the sensor signals, e.g. by Fourier transform. When the
sensor locations inside the helmet and the magnetic moments of the coils are known, the mea-
sured field distribution can be used to determine the positions of the coils relative to the sen-
sors and, thereby, the location and orientation of the head with respect to the helmet.
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Instead of localizing the dipolar coils attached to the head with a set of well-known (in
respect to position and orientation) sensors, we propose to invert the procedure. We use a
well-defined array of dipolar coils to localize the positions and orientations of individual sen-
sors (see Fig 1).
The aim of this study was to simulate the proposed sensor localization procedure with dipo-
lar coils for flexible on-scalp MEG systems and–in order to guide future work—investigate the
influence of different parameters on the localization accuracy. The parameters we varied are
(i) accuracy of a priori knowledge of calibration, position, and orientation of the localization
coils, (ii) magnetic moment of the localization coils, (iii) magnetometer noise, (iv) localization
time, and (v) number of localization coils.
The sensor localization procedure proposed here is not needed for commercial state-of-the-
art MEG systems, which contain a large number of magnetometers and/or gradiometers
whose position is fixed and well calibrated. Such systems, however, provide a good reference
and can hence be used to test the performance of the proposed procedure in practical experi-
ments. Besides exploring the parameters of the localization coil configuration and the record-
ing details, we investigated how accurately small magnetometer arrays (1 to 10 channels) with
a known relative position and orientation can be localized using this approach.
Materials and methods
All simulations were done on the basis of geometrical data that was acquired from a MEG
measurement in a previous study [11]. The involvement of the human volunteer was per-
formed in accordance with the technical development prerogative of the Swedish law for ethi-
cal approval of research. The subject was informed about the purpose of the study and
consented to participating in the previous as well as in this study.
We performed a number of localizations of individual magnetometers to assess statistical
variability. The magnetometer positions were based on the layout of the commercial state-of-
the-art low-Tc SQUID-based Elekta Neuromag “TRIUX” system (hereafter called low-Tc
system). A corresponding set of on-scalp sensor positions were obtained by projecting the
TRIUX sensor positions to a distance of 1mm from the subject’s scalp by finding the closest
Fig 1. Head localization vs. sensor localization. Left: classical head localization where a large array of sensors (blue;
here: the low-Tc SQUID magnetometer locations of the Elekta Neuromag TRIUX helmet) localizes a set of small,
dipolar coils (green) that are attached to the subject’s head. Right: example of the proposed magnetometer localization
where an array of dipolar coils (green) is used to localize individual (or small arrays of) on-scalp magnetometers (red).
https://doi.org/10.1371/journal.pone.0191111.g001
Localizing on-scalp MEG sensors using an array of magnetic dipole coils
PLOS ONE | https://doi.org/10.1371/journal.pone.0191111 May 10, 2018 3 / 21
point on the scalp surface and moving it 1 mm in direction of the surface normal at that point.
This distance was chosen to account for the minimum separation that can reasonably be
achieved with on-scalp sensors [9]. Our particular choice of on-scalp sensor locations was
motivated by it being evenly distributed over the head and its similarity to the low-Tc channel
distribution, as shown in Fig 2. Each system has 102 possible magnetometer locations.
We approximated the localization coils as magnetic dipoles to simplify the simulations.
This is a valid assumption for coils that are flat and small in size compared to the distance to
the magnetometers, like the ones that are typically used in commercial systems (e.g. CTF and
Elekta Neuromag TRIUX, see Fig 3).
The low-Tc system allows for 12 localization coils to be configured in software and hard-
ware and comes with localization coils in sets of 10 [11]. Consequently, we have been using 10
localization coils in previous measurements. For most simulations we used 10 locations based
Fig 2. Low-Tc vs. on-scalp magnetometer positions. Left: Magnetometer positions used for the low-Tc system (blue;
based on the Elekta Neuromag TRIUX). Right: Magnetometer positions used for the on-scalp system (red).
Localization is performed for each magnetometer individually.
https://doi.org/10.1371/journal.pone.0191111.g002
Fig 3. A localization coil used in the Elekta Neuromag TRIUX system (ruler scale is in cm).
https://doi.org/10.1371/journal.pone.0191111.g003
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on the actual locations from a previous measurement. The coil locations on the head were
obtained using a Polhemus Fastrak 3D digitization device (which is part of the standard co-
registration procedure when using the low-Tc system). In optimal conditions, the Fastrak
achieves accuracies of<1 mm. For practical measurements, however, position errors of
around 2 mm are more common [12]. Fig 4 shows the standard localization coil positions on
the subject’s head we used.
Magnetometer localization
The field from a magnetic dipole that is picked up by a magnetometer, i.e., the forward solu-
tion, is given by:
S rjk;mj; n^k
 
¼ B rjk; mj
 
 n^k ¼
m0
4p
3rjkðmj  rjkÞ
jrjkj
5
 
mj
jrjkj
3
 !
 n^k ðEq 1Þ
where rjk is a vector describing the relative position of magnetometer k to the magnetic dipole
j, m is the magnetic dipole moment vector and n^ is a unit vector describing the sensitive direc-
tion of the magnetometer. For convenience the forward solution is typically defined by the
sensor’s spatial sensitivity to (here: magnetic) dipoles, the so-called lead field Lm.
S rjk;mj; n^k
 
¼ B rjk;
mj
jmjj
 !
jmjj  n^k ¼ Lm rjk; m^j; n^k
 
 jmjj ðEq 2Þ
Localization of a magnetic dipole coil is achieved by fitting a magnetic dipole to the measured/
simulated data. The error between the data and the forward solution for the magnetic dipole is
Fig 4. Standard localization coil array (green).
https://doi.org/10.1371/journal.pone.0191111.g004
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the minimized with a non-linear optimization procedure by varying the position, orientation,
and moment of the dipole. The error function e used for the optimization is:
eðmfitÞ ¼ Sdata   Lm mfit ðEq 3Þ
with Sdata a vector containing the measured (or simulated) magnetometer signals, Lm a magne-
tometers-by-localization-coils lead field matrix, and mfit a vector containing the dipole
moment strengths of the localization coil(s).
For our approach we want to localize individual magnetometers with a set of localization
coils instead of localizing coils with a sensor array as in current commercial low-Tc systems.
We therefore exchange the roles of magnetometer and localization coils:
m ¼ Lm
þ  S ðEq 4Þ
From symmetry follows that ½Lmðr; m^; n^Þ
þ
¼ Lmð  r; n^; m^Þ i.e., the pseudo inverse of the
lead field equals the lead field that would result if the magnetometers were generating the mag-
netic field and the localization coils sensing it.
By swapping in- and outputs the same dipole fitting functions used in classical head locali-
zation can therefore be used to localize a magnetometer with a set of localization coils. A requi-
site hereto is that positions, orientations, and amplitudes of the localization coils are known. In
comparison: classical head localization in commercial full-head systems requires knowledge of
position, orientation, and (input) sensitivity of the magnetometers.
The magnetic dipole fits were performed in MATLAB version R2015a (Natick, MA) using
the FieldTrip toolbox [13].
Data generation
The data was generated by applying the forward solution to the signals driving the individual
localization coils and summing the resulting magnetic fields that a magnetometer picks up.
The localization coils were driven with sine wave signals at different frequencies from 218 Hz
up in steps of 7 Hz, in line with the TRIUX system. The driving signal m of coil j is given by:
mjðtÞ ¼ mj;0  sinð2pfjtÞ ðEq 5Þ
where f is the frequency and m0 the amplitude of the magnetic moment.
In addition to the signals from the localization coils, Gaussian noise N  N ð0; s2Þ was
added to the magnetometer signals.
SðtÞ ¼
P
jðLmmjðtÞÞ þ N ðEq 6Þ
Due to the use of different frequencies, the magnetic moment amplitudes of the individual
localization coils can be extracted from the magnetometer signal through Fourier transform or
phase-locked detection [14].
To reduce computation time, we chose the real positions of the localization coils as starting
points for the optimization. This represents a fitting with an initial guess (i.e., from the digiti-
zation point) similar to the way the digitized locations of the coils are used in conventional
head localization. Alternatively, a grid-search could be performed to find an initial starting
point for the non-linear fit.
We localized the magnetometers individually and defined the localization error as the dif-
ference between the actual magnetometer location and the location obtained from the fit. The
localization errors were then averaged over all magnetometers; this entire process was executed
for each of the two systems.
Localizing on-scalp MEG sensors using an array of magnetic dipole coils
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Signal-to-noise ratio. To investigate the influence of the signal-to-noise ratio (SNR) on
the localization accuracy, we performed simulations with different magnetometer noise levels
and magnetic moment amplitudes. The noise was varied from σ = 0.1 to 500 fT/Hz1/2, the
magnetic moment amplitudes from mj,0 = 0.25 nAm
2 to 250 nAm2.
Since the Fourier transform is used for localization, the length of the recorded data also
determines the SNR. Random noise reduces by averaging with the square root of the data
length. If the signal does not change, the SNR therefore increases with increasing data length.
Head localization with commercial systems is limited by practical considerations: averaging
over time acts as a low pass filter, thereby limiting the speed with which movements of the
head relative to the sensor array can be detected. Head localization is therefore typically per-
formed with a sliding window of about one second.
Recently experimental procedures for low-Tc MEG were proposed where the relative posi-
tions of the head of the subject with respect to the sensors are restricted by the use of a 3-D
printed or molded head cast [15, 16]. Since head movements are minimized by such an
approach, the data length used for localization can be increased significantly to achieve higher
SNR. Although on-scalp MEG systems are still at an experimental stage, we anticipate that
these systems will have the sensors fixed relative to the head, as with EEG electrode caps or
with the 3-D printed MEG head cast procedure (as in [16]). Therefore we expect that the head
and sensors will not move relative to each other and that long stretches of data can be acquired
with a constant localization coil signal.
To compare our simulations to present-day commercial MEG systems, we used data seg-
ments of one second with a sampling frequency of 1 kHz. Additionally, we performed a
simulation with 10-minute data length to test how much the localization accuracy could be
improved in systems where head movements are not a concern.
In the following simulations we used typical noise values for low-Tc and on-scalp magne-
tometers. While low-Tc SQUID magnetometers with noise levels around 0.15 fT/Hz1/2 have
been reported [17], these are, to date, not standard in MEG. Magnetometers in commercial
systems like the TRIUX have typical noise levels of around 3 fT/Hz1/2. While there have been
several reports of OPMs and high-Tc SQUIDs with noise levels as low as a few fT/Hz1/2 [18,
19], such high-performance sensors have only been produced in small quantities. We therefore
employed a more conservative noise level of 20 fT/Hz1/2 that may be more typical of commer-
cially-produced on-scalp sensors. We furthermore used 10 nAm2 for the magnetic dipole
moment amplitude, consistent with the TRIUX system.
Calibration, position and orientation. As mentioned above, localizing the magnetome-
ters requires knowledge of the magnetic moment, position and orientation of the localization
coils. To investigate the influence of these parameters on the localization accuracy we simu-
lated different types of inaccuracies in these parameters.
Instead of varying the magnetic moment we applied an error to the calibration values of
the localization coils. In practice, the operator of a MEG system has control over the current
applied to the localization coils, but has to rely on the accuracy of the calibration value for the
conversion from current to magnetic moment. Errors in the calibration value thus translate to
the magnetic moment. We therefore performed simulations with random calibration errors in
a range of ecalib = ±0.1 to ±10%.
We furthermore simulated errors in the position and orientation of the localization coils.
First, we added random position errors of epos = ±0.5 to ±5 mm in three orthogonal directions.
Subsequently, we performed simulations with randomly applied orientation errors by rotating
the localization coils eori = ±1 to ±10 degrees around the X-, Y-, and Z-axes.
Localizing on-scalp MEG sensors using an array of magnetic dipole coils
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We simulated each of the aforementioned error cases (calibration, position and orientation)
ten times. The errors were then averaged over those repetitions as well as over the magnetome-
ter locations.
Localization coil arrays. We also simulated the effects of using different numbers of local-
ization coils. Here we followed two approaches corresponding to different experimental proce-
dures for MEG recordings.
First, we assumed the case of recording the neuromagnetic field only on a small area of the
head, e.g., to measure the dipolar pattern of a single source. In such a case, the localization
coils can be placed close to that area to ensure good signals from all coils. We realized this by
constructing a ring of localization coils with a 5 cm radius around each of the magnetometer
positions (see Fig 5) and localizing all the magnetometers falling inside that ring. We simulated
such ring-shaped localization arrays at all 94 sensor locations where such a ring fit on the
head. This test was furthermore carried out with 4 to 10 localization coils.
Second, we assumed that MEG signals on the whole head are to be recorded in a single ses-
sion. In such a measurement, a single localization array is required that should provide good
coverage over the whole head. We simulated whole head arrays of 10, 12, 21 and 32 localization
coils (see Fig 6). The layouts are based on the 10–10 EEG system locations and chosen with the
aim of uniform coverage. With such whole-head localization arrays, we localized all magne-
tometer positions and averaged the localization error.
Fig 5. Local localization coil arrays. Placement of localization coils (green) in a small (here: 7-coil) array around an
on-scalp magnetometer position (red).
https://doi.org/10.1371/journal.pone.0191111.g005
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Small magnetometer arrays. Finally, we investigated how a small array of magnetometers
would compare in terms of localization accuracy. OPMs can be designed such that a single vapor
cell provides 4 measurement points on the corners [20] and high-Tc systems can be composed of
several small cryostats that each contain multiple, tightly packed sensors. If the relative positions
and orientations of a set of magnetometers are known, they can be fitted as a group, potentially
improving accuracy. We simulated this for arrays of 1 to 10 magnetometers, where we used the
nearest neighbors of each magnetometer to form a mini-array (see Fig 7). We determined the
average localization error as a function of the numbers of magnetometers in the mini-array.
Results
Signal-to-noise ratio
The results of our simulations with varying noise levels and magnetic moment for the low-Tc
and on-scalp systems are presented in Fig 8. Both magnetic moment and magnetometer noise
have a significant impact on the localization error. The accuracy decreases rapidly with higher
noise levels, while the magnetic moment shows the opposite effect. This shows that the SNR is
the defining characteristic for this localization approach. At identical noise levels and magnetic
moments, the on-scalp system shows better accuracy.
Fig 6. Full-head localization coil arrays. Localization coil placement in 10- (top-left), 12- (top-right), 21- (bottom-
left) and 32- (bottom-right) coil full-head arrays.
https://doi.org/10.1371/journal.pone.0191111.g006
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Considering the typical sensor noise levels, a typical low-Tc system with 3 fT/Hz1/2 noise
level and 10 nAm2 magnetic moment would achieve a magnetometer localization accuracy of
around 0.01 mm, while a typical on-scalp system with the same magnetic moment and 20 fT/
Hz1/2 noise level would reach approximately 0.1 mm.
The results for longer measurement time are presented in Fig 9. Computing the localization
coil topographies over 10 minutes of data reduces the localization error compared to one sec-
ond of data. As expected, this demonstrates that longer localization measurements are prefera-
ble in terms of accuracy.
Calibration, position and orientation
Fig 10 shows the magnetometer localization errors that result from imprecise assumptions on
the localization coil calibration, position, and orientation.
For typical calibration errors of less than ±1%, the simulations show that both systems local-
ize with an accuracy better than 1 mm. Higher calibration errors can lead to localization errors
of>3 mm.
The magnetometer localization error shows a strong, approximately linear dependence on
the localization coil position inaccuracy. With position errors on the order of 2 mm (i.e., the
typical precision of the digitization device used [12]), mean localization errors of around 4
mm can be expected.
Fig 7. Small magnetometer array. Example of a small array of on-scalp magnetometers (red) that are fit as a group
with a 32-coil localization array (green).
https://doi.org/10.1371/journal.pone.0191111.g007
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The magnetometer localization accuracy as a function of the localization coil orientation
inaccuracies shows, in contrast to calibration and position inaccuracies, a clearly different
behavior in the low-Tc and on-scalp systems. Especially for higher orientation inaccuracies the
low-Tc system shows a stronger increase in the localization error compared to the on-scalp sys-
tem. For small orientation errors the localization accuracies converge. The difference results
from the larger distance between magnetometers and localization coils in the low-Tc system as
compared to the on-scalp system.
Localization coil arrays
Fig 11, panel a) shows how the localization errors change with an increasing number of locali-
zation coils in a small, ring-shaped localization coil array. The on-scalp system shows slightly
higher localization errors and both systems show decreasing localization errors when using
more than five coils. With localization errors of around 10−4 mm (even with four localization
coils) both systems show more than sufficiently high accuracy.
Fig 8. Localization error vs. SNR. Mean localization error with low-Tc (solid blue) and on-scalp (solid red) systems for different magnetometer noise levels
and localization coil magnetic moments (both axes plotted logarithmic). Typical noise levels are marked by vertical blue (low-Tc) and red (on-scalp) dotted
lines. The horizontal black dotted line indicates 1 mm localization error.
https://doi.org/10.1371/journal.pone.0191111.g008
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The localization error as a function of the number of localization coils arranged as full-
head arrays can be seen in Fig 11, panel b). Both systems show small localizations errors
(<0.1 mm) even with just 10 localization coils. This improves further with increasing
number of coils. The on-scalp system benefits especially from increasing the number of
localization coils.
Magnetometer arrays
As expected, fitting multiple magnetometers with known relative positions and orienta-
tions as a group results in higher accuracy (see Fig 12). The reduction in localization error
is strongest for the first few additional magnetometers and slowly flattens out. The on-
scalp system benefits more from the use of small magnetometer arrays than the low-Tc
system. When fitting 10 magnetometers combined they show a reduction of the localiza-
tion error by a factor of approximately 27, and 9 respectively, as compared to localizing
individual sensors.
Fig 9. Localization error vs. SNR for different measurement time. Mean localization error with low-Tc (solid) and on-scalp (dashed) systems for different
data lengths. Magnetic moment = 1 nAm2. Both axes are plotted logarithmic.
https://doi.org/10.1371/journal.pone.0191111.g009
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Discussion
Our results demonstrate the feasibility of the proposed approach to localize individual magne-
tometers with an array of localization coils. Our simulations show that for on-scalp systems we
expect better accuracy than for low-Tc systems due to the closer proximity between the sensors
Fig 10. Localization error vs. a priori errors. Mean localization error with low-Tc (blue) and on-scalp (red) systems
for different a) calibration error ranges, b) position inaccuracies ranges, and c) orientation error ranges. Magnetic
moment = 10 nAm2, on-scalp magnetometer noise = 20 fT/Hz1/2, and low-Tc magnetometer noise = 3 fT/Hz1/2. Error
bars indicate one standard deviation.
https://doi.org/10.1371/journal.pone.0191111.g010
Localizing on-scalp MEG sensors using an array of magnetic dipole coils
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and the localization coils. At identical noise levels they show smaller magnetometer localiza-
tion errors, less sensitivity to inaccuracies in the assumed localization coil orientations, and a
stronger improvement with increasing number of localization coils in small, local ring-arrays.
Practically though, currently available on-scalp magnetometers have higher noise levels than
low-Tc SQUIDs. With typical noise levels (low-Tc: 3 fT/Hz1/2; on-scalp: 20 fT/Hz1/2), the locali-
zation of magnetometers in low-Tc systems is better than the localization of on-scalp magne-
tometers in most cases.
In the following we discuss the individual results from above and a limitation of the simula-
tions due to the use of dipole approximations.
Fig 11. Localization error vs. number of coils. Mean localization error with low-Tc (blue) and on-scalp (red) systems for different numbers of
localization coils a) in small, local localization arrays b) in full-head localization arrays. Magnetic moment = 10 nAm2, on-scalp magnetometer
noise = 20 fT/Hz1/2 and low-Tc magnetometer noise = 3 fT/Hz1/2. Error bars indicate one standard deviation.
https://doi.org/10.1371/journal.pone.0191111.g011
Fig 12. Localization error vs. number of magnetometers. Mean localization error with low-Tc (blue) and on-scalp (red) systems for different numbers of
magnetometers fitted as a group. Magnetic moment = 10 nAm2, on-scalp magnetometer noise = 20 fT/Hz1/2 and low-Tc magnetometer noise = 3 fT/Hz1/2.
Error bars indicate one standard deviation.
https://doi.org/10.1371/journal.pone.0191111.g012
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Signal-to-noise ratio
The Signal-to-Noise ratio has shown to be a key factor. Since it is hard to significantly decrease
the sensor noise for on-scalp sensors, a sensible step is to increase the strength of the localiza-
tion signal. However, the localization coil field strength is limited by the dynamic range of the
sensors. To optimize the SNR, the localization signal should therefore be chosen such that the
magnetic field is maximal at the magnetometers without saturating them. Imagining an ideal
system, one could consider implementing active control of the localization signal (with sensor
signal as an input) to maximize the SNR while avoiding sensor saturation.
Another way to improve the SNR is to increase the recording and averaging time. Here it is
important to remember the trade-off between recording time for localization and the ability to
register head movements: longer averaging improves SNR but limit the speed with which
movements between the head and sensors can be detected. This might especially be an issue
when trying to localize epileptic foci in patients that experience strong seizures [21]. However,
there are ways to avoid the head movement problem. With custom-designed head casts, for
example, the head of a subject can be fixed inside a conventional MEG dewar [14]. While this
improves the SNR, the physical constraint of the subject’s head might cause other problems
such as claustrophobia, discomfort and risk of injury (e.g. in case of seizure). An alternative
approach is to fix the system to the head, instead of the head to the system. This requires the
system to be light enough for the head of a subject to hold it, as for example with an EEG cap.
For low-Tc systems that is (with current technology) impossible, but for on-scalp sensors it is
conceivable that this can be implemented. While the sensor locations can be determined rela-
tively simple in such cap systems (e.g. with measuring tape as in EEG systems) a more sophisti-
cated co-registration technique would still be necessary to provide the sensor orientations
which are–in contrast to EEG–crucial for reconstructing neural activity in MEG.
Calibration, position and orientation
The strong dependence of the localization accuracy on the calibration of the localization coils
shows the importance of accurate calibration of the localization coils. As mentioned before
(see Methods), head localization requires exact knowledge of the position, orientation, and cal-
ibration factor of the magnetometers, but not the localization coils. As commercial systems
employ hundreds of magnetometers to localize a few coils, it is not necessary to know the mag-
netic dipole strength of the localization coils as these are fitted along with the position and ori-
entation. For this reason, the localization coils used in commercial systems are typically not
calibrated and can easily be swapped out for new ones in case they break due to daily handling.
For on-scalp magnetometer localization our results suggest that they should be carefully and
consistently calibrated.
Like the calibration, the position of the localization coils has a strong influence on the accu-
racy of the localization. As such, the more accurately the localization coils positions relative to
the head can be determined, the better. The standard technology used for localizing localiza-
tion coils on the head–the Polhemus Fastrak–offers relatively good accuracy. In the last years
optical localization and 3-D scanning technologies have emerged that might provide better
accuracy and faster recording procedures, while avoiding the potential issue of localization coil
movements due to physical contact with a digitizer stylus [22–24].
An issue to be addressed is the accuracy of determining the localization coil orientation.
The small localization coils like the ones used in commercial systems (e.g., Elekta Neuromag
TRIUX, which is approximately the size of an EEG cup electrode) offer no simple way to deter-
mine their orientation. To improve on this problem, the design of the localization coils could
therefore be revised. By fixing a coil to a larger plate, for example, it would be possible to
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determine the coil orientation by digitizing the plate with several points (given that the orien-
tation of the coil relative to the plate is known). A prototype for such a coil setup can be seen
in Fig 13. The setup could be further improved by, e.g., using fabrication techniques such as
multilayer printed circuit boards to develop smaller, more reproducible coils where the plate
for determining the orientation is integrated.
Another way to determine the orientation could be to use multiple coils with fixed relative
orientations and positions. Knuutila et al., for example, mounted three coils together onto a
fiberglass plate [25] and Adjamian et al., used five coils attached to a bite-bar for improved co-
registration [26]. By reducing the number of independent variables a fixed localization coil
arrangement can be used to localize sensors even without accurate knowledge of the coil
orientations.
To ensure accurate and maximally stable coil positions and orientations the coil array could
further be supported by a mechanical support structure. A simple, thin head-mold made out
of, e.g., plaster could be made for a specific subject. Coils could then be glued to it to improve
stability.
Localization coil arrays
Both local and full-head localization coil arrays demonstrated good localization accuracy for
the magnetometers, even with few localization coils. The design of the arrays that we simulated
was based on simple, intuitive ideas; these could be further optimized to achieve better results.
Increasing the number of localization coils clearly improves the magnetometer localization
accuracy. For on-scalp systems a large number of coils could, however, bring new problems,
especially in case of full-head arrays. The localization coils used in commercial systems are typ-
ically around 1–2 mm thick. That means the magnetometers have to be placed either at loca-
tions where there is no coil, or have to be placed further away from the head. Since the
reduced sensor-to-scalp distance is one of the main benefits of on-scalp MEG, as compared to
conventional, MEG, it is preferable to avoid moving the sensors away from the head. More
coils would thus result in fewer possibilities for magnetometer placement. When designing a
full-head localization coil array, this should be kept in mind.
Fig 13. An orientation-digitizable dipolar coil prototype. Photograph of a localization coil mounted on a plate for
accurate determination of the coil orientation. At the corners are small indentions for the tip of the Polhemus stylus to
assist in the digitization.
https://doi.org/10.1371/journal.pone.0191111.g013
Localizing on-scalp MEG sensors using an array of magnetic dipole coils
PLOS ONE | https://doi.org/10.1371/journal.pone.0191111 May 10, 2018 17 / 21
Magnetometer arrays
We observed that fitting small arrays of magnetometers results in improved localization accu-
racy compared to individually localizing each magnetometer. In the extreme case this can be
compared to commercial low-Tc MEG systems, where a single, fixed 100+–channel sensor
array can be fitted using a few localization coils. Chella et al., for example, used a similar
method to calibrate a 153-channel low-Tc MEG system with a 31-coil phantom [27]. For flexi-
ble on-scalp systems this is not possible as the position of each channel will be different in each
measurement/subject. For several small arrays with a few sensors each, on the other hand, this
might be an option for improving the localization of the arrays relative to the head.
Fitting magnetometer arrays in unison should only be done if there is high confidence in
the accurate relative positions and orientations of the sensors to each other. If the geometry of
the array were inaccurate, the errors would severely affect the localization accuracy, similar to
position/orientation errors of the localization coils. This could possibly lead to joint localiza-
tion that is worse than the individual sensor case.
Fig 14. Accuracy of magnetic dipole approximation. Ratio between magnetic dipole approximation and exact solution of the magnetic field for coils with 2
mm (red, dotted) and 4 mm (blue) radii as a function of distance between sensor and coil.
https://doi.org/10.1371/journal.pone.0191111.g014
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Dipole approximation
We used magnetic dipoles to approximate the localization coils for faster computation. Since
the coils were approximated both in data generation and in localization they match exactly. In
practical measurements, however, this would not hold true. It is therefore necessary to mind
the limitations of approximating coils with magnetic dipoles.
Comparing the magnetic fields of a coil and the magnetic dipole approximation of the same
(Fig 14) shows how the accuracy of the approximation depends on the distance between the
coil and the sensor as well as on the size of the coil. The difference between actual and approxi-
mated magnetic fields is high as sensor and coil are close (up to 30% at 5 mm separation) and
decreases significantly with distance. Placing the coils very close to the sensors could therefore
lead to localization errors and should generally be avoided.
Since co-registration in commercial MEG systems is an over-determined problem, require-
ments on coil calibration and approximations of the fields they generate are not strict. As a
result, the wire wound coils used typically (like the one in Fig 3) have high construction inac-
curacies, making it hard to accurately model them. It would therefore be advisable to develop
new coils that are optimized for this application. With printed circuit boards, for example, it
should be possible to make smaller, more reliable coils. With more accurate coils it would be
possible to use more sophisticated forward modeling of localization coils (e.g. elliptic integrals)
to obtain better approximations of the magnetic fields.
Conclusion
We introduced and evaluated a novel approach for localizing magnetometers for MEG using
multiple localization coils. Our method is potentially beneficial for on-scalp MEG with flexible
sensor arrays. We simulated the localization, showing that the approach works well in theory,
and investigated the influence of different parameters on its accuracy. We found that, in order
to provide high localization accuracy, position, orientation and calibration of the localization
coils need to be determined accurately. SNR also has a strong impact on the localization accu-
racy and can be affected practically by magnetometer noise, the magnetic moment strengths of
the localization coils (through the driving current) and the averaging time. Furthermore, the
number of coils as well as their placement (i.e., their distance to the sensors) plays a role in the
performance of the localization.
Of the parameters investigated the a priori knowledge about the localization coils is the
main determining factor for the overall accuracy. With typical noise levels and even small
localization coil arrays (4 coils in the local case and 10 in the full-head) the localization errors
are well below 1 mm. Position errors on the order of the accuracy of a standard digitization
device like the Polhemus Fastrak (1 mm) would, however, result in localization errors on the
order of 2 mm.
We have proposed ways to tackle some of the challenges that we anticipate with the
approach and improve its accuracy. These ideas should be further investigated and/or tested
experimentally. Using the knowledge gained here we will be able to verify the technique in
practical measurements and can try to optimize the localization of sensors for the accurate
measurement and analysis of neuromagnetic activity in on-scalp MEG.
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